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Warnin Letter
CIN-Wf-98-313

Herbert Hoebel, President
First Lafayette Holding Company
Yorba Linda, Califorma
c/o Joseph LaPalomento, General Manager
Victoreen Inc.
6000 Cockan Road
Cleveland, Ohio 44139

Re: Victoreen, Inc.
600 Cochran Road
Cleveland Ohio 44139

Dear Mr. Hoebel:

During an inspection of your firm, Victoreen, Inc. located at the above address on May 12-20,
1998 our Investigators determined that your firm manufactures a variety of diagnostic and
therapeutic radiation detection roducts including Veridose Diodes . These roducts are devices as

! fdefined by Section 201(h) of t e Federal Food, Dru and Cosmetic Act (t e Act). The
8Inspection revealed that your devices are adulterate in that, the methods used in, or the facilities

or controls used for manufacturmg, packa mg, storage, or mstallatlon are not in conformance
fwith the Quality System Re Iation (QSR for Medical Devices specified in Title 21, Code of

Federal Regulations (CFR),!&rt 820, as follows:

Failure to ensure that the disposition process for nonconforming p[oducts is adequately
controlled. The determination to use nonconfo~mg components m production 1snot always
based on scientific eyidence. Concessions for using nonconfo~ing components are not closely
monitored and there 1sno assurance that the use of non conformmg components has not become
accepted practice.

From December 2, 1996 to November 7, 1997 numerous components were
accepted without the proper mspectlons. The concession to accept components
without the proper inspections was done based on a 12/2/96 memo from an
em loyee in purchasing in order to eliminate a backlog in receiving, The SOP
#9 fO.30, general inspection procedure for incoming materials was not followed
and there was no record that the change in the inspection procedure was
authorized, i.e. a document change record as required by your firm’s SOPS for
change control.
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Part # 30-472-2 (build-up caps used in the Veridose Diodes) was not ins ected in
iaccordance to established inspection procedures. This part was delivere to stock

without ins ection as specified in the inspection instructions due to a mistaken
[belief that t e part was still under R & D control. This mistake resulted in the use

of im roper build-up caps in Veridose Diodes manufactured between December
2, 19]6 to November 7, 1997.

Failure to establish and maintain procedures for rework to include retesting and reevaluation of
the nonconfon-ning product after rework, to ensure that the product meets Its current approved
specifications.

When a Veridose Diode is manufactured there are three ins~ections conducted
which include a first fi.mctional test prior to injection moldmg. If the diodes fail
the first functional test, they are returned to manufacturing for rework. There are
no records maintained of the disposition for rework of the diodes or
documentation that the diodes failed the first fictional test,

This letter is not intended to be an all-inclusive list of deficiencies at your facility. It is your
res onsibility to assure adherence to each requirement of the ACT and re ulations. The specific

Y fvio ations noted in this letter and in the-FDA 483 Issued at the closeout o the FDA inspection
may be symptomatic of serious underl m p~oblems m your firm’s mymfacturmg and uality

r? ?assurance systems. You are res onsib e or investigating and determining the causes o the
1violations identified by the FD . If the causes are determined to be systems problems you must

promptly initiate permanent corrective actions.

We acknowledge that you have submitted to this office a response concerning our investi ators
fobservations noted on the form FDA 483. We reviewed you response and have conclude that it

is adequate to correct the FDA 483, item #5 regarding identi~ing training needs to ensure all
personnel are trained appropriately.

However, the FDA 483, items # 1-4 all appear to relate to lack of adequate control of the use of
non conforming products. To date this problem has resulted in two recalls by Your firm. In

F
articular, your response to FDA 483, item # 1 pertaining to the rework of Vendose Diodes that
ail the first fimction test prior to injeqtion molding was not adequate. You. stated that due to the

nature of the products, a Nonconformm~ Mat~rlals Report (NCR) for each Item not meeting
specifications at this level would result m an Impractical amount of documentation for the
technician. Rework and reevaluation activities, includin a determination of any adverse effect

ffi-om the rework upon the product should be documente in the device history record.

The FDA ins ection revealed that the ownership and management of Victoreen, Inc. has changed
%since the last DA ins ection of your firm. Therefore, in order to facilitate FDA in making the

kdetermination that S corrections have been made and thereby enabling FDA to withdraw its
$advisory to other fe eral agencies concerning the award of government contracts, and to resume

marketing clearance, and export. clearance for products manufactured at your facility, we are
requesting that you submit to this office on the schedule below, cegification b an outside expert

1’consultant that lt has conducted an audit of our firm’s manufa~turm and qua ity assurance

i
J fs stems relative to the requirements of the evice QSR regulation (2 CFR, Part 820. You

Js ould also submit a cop of the consultant’s re ort, and certification by your firm’s EO (if
1 d?other than yourself) that e or she has reviewe jhe consultant’s report and that your firm has

initiated or completed all corrections called form the report. The attached guidance maybe
hel fil in selecting an appropriate consultant. The initial certifications of audit and corrections

(fan subsequent certifications of updated audits and corrections (if required should be submitted
?to this office by the following dates: November 20, 1998, November 19, 999, and November

20,2000.
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Federal agencies ye advised of the issuance of al! warning letters about devices sojhat they may
take tlus mforrnatlon mto accoynt when ~onslderm the award of contracts. Addltlonally, no
premarket submissions for dewces to which the Q A deficiencies are reasonably related will be
cleared until the violations have -been correqted. Also, no requests for Certificates For Products
For Export will be approved untd the violations related to the subject devices have been
corrected.

You should take prompt action to correct these deviations. Failure to prom tly correct these
8deviations may result m reg@atory action being initiated by me Food and, rug Administration

without firther notice. Possible actions include, but are not hmited to, serzure, injunction,
and/or civil penalties.

Please notifi this office in writing within fifteen(15) working days of receipt of this letter, of the
specifig steps you have taken to correct the no~ed violation?, including an explanation of each
step being t~en to revent the recurrence of slmdar violations. If correctwe action cannot be

2completed mthm fteen (15) working days, state the reason for the delay and the time within
which the corrections will be completed.

Your response should be sent to Evelyn D. Fomey, Compliance Officer, Food and Drug
Administration, 1141 Central Parkway, Cincirmatl, Ohio 45202.

S’”*
Cincinnati District

Attachment: “Selecting a Consultant?”

cc: Joseph LaPalomento,
General Manager
Victoreen, Inc.


